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Q ' precision is achieved in the difficult, hostile and noisy environment of a particle collider. 



Keywords: Particle collider, Polarimeter, EUipsometer, Light polarisation. Quarter Wave Plate. 



'Corresponding author. 

^Now at Albert-Ludwigs-University Freiburg, Freiburg, Germany. 

■•"Now at European XFEL GmbH, Hamburg, Germany. 



Contents 



|l[ Introduction 



S 



i 



EUipsometer characterisation 

TTl General optical setup and ellipsometer components 
[2.1.1| General optical setup 
[2.1 .21 Ellipsometer components 
Model of the ellipsometer and x^ function 

Model of the ellipsometer 

X^ function 



2.2 



2.2.1 



2.2.2 







2.3.1 



Ellipsometer parameter determination 
The data calibration samples 
Correlation between ^qwp and St, 
Results 



2.3.2 



2.3.3 



3.2 



^ Regular measurements of S3 and systematics studies 

|3.1| Measurements and systematic uncertainty from the ellipsometer 
Transport of ^3 from ellipsometer to cavity center 

Parasitic ellipticity from cavity center to ellipsometer entrance 
Exit transfer matrix Mt 
St, at the exit of the cavity 





m 
12 



3.2.1 



3.2.2 



3.2.3 



3.3| Overall ^3 uncertainty 



12 
12 
13 
14 



Coherence of S3 along the whole optical system 

[4. 1| Determination of Me 
0| Coherence of ^3 




|15| 



^ Summary 



m 



1. Introduction 

In a companion article ^ we describe a Compton polarimeter installed at HERA using a Fabry- 
Perot resonator to enhance the laser beam power. A relative statistical precision of 2% per bunch 
and per minute was achieved on the longitudinal polarisation P^ measurement of the electron beam 
with an estimated relative systematic uncertainty of about 1%. One of the systematic error sources 
is related to the determination of the degree of circular polarisation ^3 of the laser beam at the 
electron-laser interaction point (IP). Since only the product St,P^ is determined in Compton po- 
larimetry (see Eq.(5) in [|l]]), we have to measure precisely ^3 in order to achieve the same level 
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of precision for P^. The uncertainty on the ^3 determination comes mainly from two sources: (1) 
the measurement of St, itself performed with an ellipsometer usually located close to, but outside, 
the electron beam pipe and, (2) the transport of the measured Sj, value through optical elements 
and vacuum window up to the electron-laser IP. The purpose of the present article is to describe 
the experimental setup and methods that we have used to reach a few per mill level of systematic 
uncertainty on St,. 

The key component of the experimental setup [|I|] is an ellipsometer similar to those of the 
SLAC [0, ^] and Jlab [Q |5|] Compton polarimeters. It is composed of a quarter wave plate (QWP), 
a linear polariser and various photo-detectors. Since an optical model is needed to reconstruct 53 
from the photometric measurements performed after the polariser, the model accuracy has to be 
controlled below the per mill level. The QWP is a crucial component of the ellipsometer. It is 
usually anti-reflection coated with double layers and thus taken as a simple delay plate in basic 
optical models [^. However, the reflectance of such coated plates is typically of the order of 0.5%, 
thus limiting the model accuracy to the same level. In order to decrease the model uncertainty, we 
followed the work of [^ by choosing an uncoated quartz QWP of high optical quality. In doing 
so we have to account for multiple reflections inside the anisotropic uniaxial QWP, to model the 
plate defects and the experimental misalignments, and to perform a fine calibration of the plate 
thickness. The implementation of an uncoated QWP in the ellipsometer together with a thorough 
investigation of theoretical models and detector effects within an accelerator environment has never 
been reported previously and is one of the main topics of this article. 

In order to control the transport of accurately measured ^3 up to the IP, we follow the method 
developed for the polarimeter at SLAC [|8]] by modeling the optical elements located between the 
IP and the elUpsometer, and use optical theorems demonstrated by Jones [^. In an accelerator this 
transport is an important issue since optical elements are always present between the IP and the 
ellipsometer. All birefringence biases from these elements are therefore studied and/or modeled 
to conserve the required precision on ^3 at the IP. We also perform a polarisation transport study 



from the IP up to the laser head by using the optical theorems in []10|]. The implementation of these 
methods is the second topic of this article. To our knowledge they have not been applied in the 
context of accelerators to the level of accuracy presented here. 

The ellipsometer and the characterisation of its optical components are described in Sect. ^ In 
Sect. |3|, the determination of ^3 with the ellipsometer and the transport from the ellipsometer to the 
electron-laser IP are described. Finally, in Sect. ^, the characterisation of the entrance optical line 
is performed in order to study the coherence of ^3 along the whole optical system and in particular 
the coherence of ^3 at the entrance and at the exit of the Fabry-Perot cavity. 



2. Ellipsometer characterisation 

In this section, the general optical setup and the characterisation of the ellipsometer are described. 
The principle of an ellipsometer is to send a light beam, of any unknown polarisation, through a 
QWP. By rotating the plate, the polarisation state of the light is modified and the state at the exit 
of the plate depends on the state at the entrance. A polariser (Wollaston prism) placed behind the 
plate spatially separates the beam into two orthogonal linearly polarised states. The analysis of the 
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intensities of these two beams in photo-detectors, for various azimuthal angles of the QWP, allows 
the deduction of the polarisation of the incident beam. 

2.1 General optical setup and ellipsometer components 

2.1.1 General optical setup 

A schematic overview of the Fabry-Perot cavity optical setup is presented in Fig. [T[ A Nd:YAG 
laser beam of 1064 nm wavelength passes first through a Glan-Thomson prism in order to provide a 
purely linearly polarised state and then through an entrance QWP, noted QWPent- This is mounted 
at the center of a motorised rotating stage to adjust the azimuthal angle 0ent and thus to provide an 
elliptical polarised state. The Glan allows also the beam to pass and to go back after its reflection by 
the cavity entrance mirror. The reflected beam is analysed in a photodiode, pdgnt, first to determine 
the azimuthal angles of the plate QWPgnt for which the light is circularly polarised and secondly to 



conduct a study on the entrance optical line (Sect. [4. 1| ). The beam then passes through the entrance 
optics which is composed of a glass plate and two lenses. The glass plate is used to pick up a 



fraction of the beam for the locking procedure exploiting the "Pound-Drever" technique QllQ, and 
the lenses are used to match the laser beam to the cavity fundamental mode. The beam is then 
precisely aligned with four mirrors (of which two are motorised) before entering a two meter long 
cavity. 
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Figure 1. A schematic view of the Fabry-Perot cavity optical system installed in the HERA tunnel. The 
box "entrance optics" is composed of a glass plate and two lenses. The location of four determination points 



of ^3 is indicated by 5™ 



5?, S% 



and Sf\ 



The prism Glanex located on the top of the figure is inserted in 



the optical line only for a dedicated study described in Sect. 3.2.2. Me and Mj are two transfer matrices 
discussed in Sects. 3 and 4 . 

At the exit of the cavity, the beam is guided with two mirrors to enter the ellipsometer, labeled 
"Ellipso", which is mainly composed of a QWP followed by a Wollaston prism. The beam passes 
first through a holographic beam sampler (HBS) in order to extract a small fraction of the entrance 
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power (about 1% of the incident beam). This fraction of the beam is measured in photodiode pdg 
and is used as a reference intensity to compensate the effects due to possible laser power variations. 
The main beam emerging from the HBS enters the QWP. The QWP is mounted at the center of a 
motorised rotating stage to adjust the azimuthal angle . Two screws allow the alignment between 
the plate and the rotating stage to be adjusted. The rotating stage itself is mounted on a two-axis 
horizontal stage, a vertical translation stage and an angle-tilting stage to position the beam impact 
point at the mount center of the rotating stage and to adjust the incident angle 0inc between the 
laser beam and the plate normal direction. The linear and tilted stages are manually controlled with 
micrometric screws. The WoUaston prism separates the laser beam spatially into two linearly and 
orthogonally polarised components, and the two transmitted beams from the WoUaston are detected 
in photodiodes pdj and pd2. Diffusers are placed in front of each photodiode in order to adjust the 
power entering the photodiodes. 

The ellipsometer is used to measure the circular polarisation S3 of the laser beam of any un- 
known polarisation by varying the azimuthal angle of the plate and analysing the intensities emerg- 
ing from the prism. 



2.1.2 Ellipsometer components 

The HBS: The beam sampler is a hologram in engraved relief on a transparent substrate (silica) 
inducing forward diffraction. The birefringence of the HBS alone has been measured before its 



installation in the cavity system and the result is compatible with zero [12|. 



The WoUaston prism: The most important characteristic of the prism is its extinction rate, which is 
less than a few 10^^ as given by the manufacturer and has been confirmed experimentally. 



The quarter wave plates: As will be described in Sect. [2.3| , two QWPs plj and pl2 with different 



nominal thicknesses of ^nom = 91.2/im and ^nom = 639.9/im are used in the ellipsometer for its 
characterisation in order to increase the constraints of the system. Each QWP is a parallel plate 
of high quality quartz manufactured especially for the ellipsometer characterisation purpose, and 
has a delay tolerance of 1/300 and a thickness tolerance of a few micrometers with a parallelism 
between the two faces of the order of 10 seconds of arc. The optical axis is contained in the plane 
of the plate. 

The detection system: The detection system consists of three photodiodes pdg, pdj and pd2 made 
of a gallium arsenide and indium alloy (InGaAs). Each photodiode and their electronics are ther- 
malised with a Peltier module to prevent temperature variations which might be of a few degrees 
in the HERA environment and could induce a variation in the photodiode readout larger than the 
required precision. Using Peltier modules, a stability level of tenth of a degree is achieved. The 
photodiodes are read out with 12-bit analog-to-digital converters at a maximum sample rate of 
2 MHz. For each measurement, the mean value over ten thousand signals /pj is recorded after 
subtraction of a pedestal Ped for each photodiode. The effect of laser power variations is taken 
into account by normalising the measurement to that of the reference photodiode pdg. Explicitly, 



photodiode intensities I\ and I2 used in the following can be written as: 
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(2.1) 



A study of photodiodes in an optical laboratory has shown that in such a clean environment, the 
temperature regulation, the subtraction of photodiode pedestals and the laser power variation effect 
can be controlled such that /i and I2 are known at the per mill level. The HERA accelerator environ- 
ment is more noisy; effects such as larger temperature variations and the presence of quadrupoles 
and dipoles, the synchrotron radiation, accelerating cavities and long cables affect the precision of 
the photodiode measurements. This is illustrated in Figs, ^a) and (b) where the distributions of I2 
from two data samples recorded in the HERA tunnel at different moments are shown. Each entry 



in the histograms is a measurement of I2 as defined in Eq.(gjj) and the duration of data taking for 
each sample was approximately fifteen minutes. Fig. ^(a) represents a well clustered distribution 
whereas Fig. ^b) shows two populations. To take into account this kind of drift, the corresponding 
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Figure 2. Histograms of /2 as defined in Eq.(2.1) for two data sets (a) and (b) taken during fifteen minutes 
each at different moments. 



error ai, , is defined as the root mean square (RMS) value of the histogram, whether it has a Gaus- 
sian shape or not. In this way, the unknown long term effects such as those illustrated in Fig. ^b) 
are included in the measurement errors. The errors are then parameterised as a function of the 
intensities as: 



*-'/l,2=Al.2 /l,2+Bl,2 ■ 



(2.2) 



Fig. ^ shows the errors a/, (a) and a/, (b) as a function of /i and I2 respectively and the corres- 



ponding parameterisation of Eq.(|2.2|), for data sets recorded at various azimuthal angles of the 
ellipsometer QWP in order to cover the entire range of intensity values. These errors may depend 



on the duration of acquisition time which will be varied for systematics studies (Sect. |3.1| ). 

The accurate measurement of the degree of circular polarisation S^ of the laser beam requires 
a precise control and characterisation of this ellipsometer. Therefore before determining S3 , the 
ellipsometer will be first used as a calibration system to characterise precisely some of its optical 
components. For this, a complete simulation model has been developed. 
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Figure 3. Errors O/j (a) and C7/, (b) as a function of I\ and I2, respectively. The lines correspond to straight 
line fits to the measured errors according to Eq.(2.2) . 



2.2 Model of the ellipsometer and x^ function 

2.2.1 Model of the ellipsometer 

The polarisation state EgUi at the entrance of the ellipsometer and the associated degree of circular 
polarisation Sf^^ can be written in the most general form as functions of two angles (^eiii and 0eiii 
as dill: 

Eeiii= . e''"' ,v,,, h 5f' = 2cos<^eiiisin(^eiiisin0eiii- (2.3) 

ysini^eiii^'^^"'/ 

The expression of the two transmitted fields Ei and E2 emerging from the WoUaston prism and the 
associated theoretical intensities Ti and T2 can then be written as: 

Ei(2) = ^f(2)Eelli , ^1(2) = |Ei(2)| , (2.4) 

where ^f^^ and ^f^\ standing for the corresponding Jones transmission matrices [14], are com- 
puted from a theoretical model as follows: 



The WoUaston cube: Two small parameters e^ and Sy are introduced to take into account in the 



Wollaston Jones matrix a possible small birefringence along its two optical axes 1 15]. 



The quarter wave plate: The model used for the QWP takes into account the multiple reflections of 
the wave inside a quartz plate of indices «„ and n^, of thickness ^qwp. and whose optical axis has an 
angle ^oa with respect to the laboratory frame. This angle has two components: 0oa = + ^o> where 
(^ is the azimuthal angle of the QWP motorised rotating stage and 0o is an azimuthal reference angle 
reflecting the fact that the orientation of the optical axis in the plane of the plate is not a priori at 
position 0=0. The simulation also models the passage of a light wave through the plate at a non 
zero incident angle di^c, which is equal to the number of tilting stage screw turns (Xtum) times the 
tilt angle value of one screw turn (0tum)- The light beam is treated as a plane wave since, at small 
incident angles {i.e. less than 0.1 rad for the work described here), the comparison between a plane 
wave treatment and a Gaussian wave treatment shows that the Gaussian character of the wave can 



be neglected []16|]. Also, the contribution of the optical activity of the crystal [ ]17p as well as the 
surface roughness [|l^] has been studied and found to be negligible (a relative contribution of less 
than 10"^). 



Misalignments: A realistic description of the optical system must also take into account the fol- 
lowing experimental misalignments: 

• A misalignment of the QWP plane with respect to the Wollaston prism axes, which is mo- 
deled by a small tilt angle 5w of the normal to the QWP. 

• A misalignment due to the fact that the laser beam may not enter the QWP exactly at the 
plate center of the mount: in that case, because the two plate surfaces may not be perfectly 
parallel, the thickness crossed by the light can vary during an azimuthal rotation of the plate. 
To take into account this effect, the plate is modeled by a variable thickness as: e = egwp [1 + 
(5c/eQwp) cos{(j) — (pc)] where cqwp is the thickness of the plate in case of a perfect alignment 
situation, dc represents a small shift between the laser beam impact point and the plate center 
of the mount, and (pc is an arbitrary reference azimuthal angle, as the position = of the 
QWP may not be the position which maximises the plate thickness e. One new parameter dc 
is introduced each time the incident angle dmc changes. 

According to this model of ellipsometer components and misalignments, for a given ellip- 
someter QWP plate pl^ of thickness eQ^p, a given incident angle 6^^^, azimuthal angle 0' of the 



plate, and polarisation state E^jjj, the two theoretical intensities Ti(2) of Eq.( |2.4[ ) can be written as 
functions of ellipsometer parameters as: 

1(2) ~-'l(2) I'^O) Hg, £v) £>•) ^QWP' ^turn ^ ^tum) ^^ ^x 

All the details of the model described here can be found in [ [l9| ] where the modeling and the cal- 
culations relative to the Wollaston cube, the QWP and the optical misalignments are explicitly 
given. In particular, the calculation of the Jones transmission matrix of a quartz plate at a non zero 
incident angle, with internal reflections being taken into account, is explicitly performed in the ap- 



pendix of [19|. Simulations show that multiple reflections, plate defects or optical misalignments 
contribute at the few percent level to the transmitted intensities T^^j)- Achieving the per mill level 
for ^3 measurement is therefore only possible using this complete model description. 

2.2.2 x^ function 

To characterise the ellipsometer and distinguish effects due to optical misalignments from those due 
to plate defects or those due to the light polarisation state, the principle is to record ellipsometer 



experimental data /i(2) (as defined in Eq.(gn|)) and to minimise the following x function: 



x'= L L L L 







(2.6) 



where A/pi refers to the number of the QWP used in the data taking, P,t to the number of polarisation 
states, 0,t to the number of incident angles and 'N,^ to the number of azimuthal angles of the QWP. 
'^\{i\ *-^U2)-* ^^ '■^^ theoretical (experimental) photodiode intensity calculated (measured) when the 
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plate pl^ is inserted in the ellipsometer, at the f^ polarisation state Egiu, the 7* value of dine and 



r'V« le th^ ,.r,r-^rta;r,H, r.f T'J^'' Ir, Pr, HToh P^^*: 



the / value of (j). oA^) is the uncertainty of lA^. in Eq.(|2.2D. R\,2) ^re normalisation factors 



which are easily determined by solving dx /dR = 0. The minimisation of the X (Eq.(2^)) leads 



to parameter values of Eq.(2^), excepted for X^^^^, 0' and rig. Xj^^, and 0' take some known 
values of the tilting and rotating stages, respectively. The extraordinary index n^ is derived from 
previous studies [20, 21], where the quartz indices were measured at a few 10^^ level, because our 



constraints are not sufficient to determine rig and rie at the same time, and so the quantity that is 
determined in practice is the birefringence n^ — rio. The determination of «„ by the ellipsometer 



does not aim for the same level of precision as was obtained in [20, 21] but provides a good test of 
the validity of the model. 

2.3 Ellipsometer parameter determination 



The determination of ellipsometer parameters (Eq.( |2.5| )) has been performed twice, independently 
in two different environments corresponding to the optical laboratory and the HERA tunnel, with 
two different data taking procedures. 

The first data sample recorded in the optical laboratory is devoted to determine all ellipsometer 
characteristics and in particular the thickness of the QWP and the index no- The determination of 
both egwp and no requires a long and meticulous data taking procedure since it turns out that the 
solution of the x^ minimisation is not unique: several combinations (^qwPi'^o) can minimise the 
X^- In order to resolve such an ambiguity, two uncoated plates plj and pl2 with different thicknesses 
are used by inserting one after the other in the ellipsometer. In addition, for each plate, several data 
sets are taken for different incident angles. 

The second data sample was recorded after the installation of the setup in the HERA tunnel 
in order to characterise again the system, since all the optical components were dismounted to 
be transported from the optical laboratory to the tunnel. In the tunnel, data taking conditions were 
much more difficult than in the optical laboratory, and in particular, the tunnel accesses were limited 
to a few hours per month. The corresponding data taking procedure thus has to be simpler. To avoid 
ambiguous solutions on the thickness of plate plj, its fit range is restricted to around the expected 
value obtained from the laboratory calibration. 

2.3.1 The data calibration samples 

The first calibration of the ellipsometer was performed in the clean optical laboratory, where the 
room temperature was regulated at 25°. For a given laser beam polarisation state, ellipsometer 
measurements were recorded for each plate plj and pl2 at various incident angles di^c between the 
laser beam and the plate normal direction, and, for each 0inc, the QWP was turned azimuthally 
of an angle in step of 1° from 0° to 360°. A Monte Carlo study shows that to provide enough 
constiaints to minimise the x^ and determine all the ellipsometer parameters of Eq.(2.5), data have 
to be recorded at four (two) different values of Qiac for the QWP pi j (PI2), and it is sufficient to have 
only one polarisation state of a given (i^eiii^^eiu)- Each time the incident angle Bmc was changed, 
a long procedure was applied to displace manually the plate transversally with the linear stage 
micrometric screws in order to recover precisely the matching of the plate mechanical center with 
the laser impact point. The six samples recorded at different values of 0inc containing 360 entries 



each are called D^f' (J = 1 , • • • , 6) and, when introduced in the x^ function, values of subscripts in 
Eq.Q are A^pi = 2, Pi = 1, P2 = 1, ©i = 4, ©2 = 2 and A^^ = 360. 

The second data set was recorded in the HERA tunnel where the room temperature was re- 
gulated at 35°. In order to control the data taking procedure from outside tunnel to be independent 
of the short duration of tunnel access, only one plate (plj) was used in the ellipsometer and the 
incident angle d^c between the light beam and this QWP remained fixed and equal to zero. In 
this configuration, the x^ minimisation was performed by using three recorded data samples, each 
with a different azimuthal angle of the entrance plate QWPg^t. In this way, the light entering 
the ellipsometer has three different polarisation states. For each of these three QWPgnt azimuthal 
positions, the ellipsometer QWP was also turned azimuthally through an angle in step of 1° from 
0° to 360°. These three data samples are called D™^'^ {d = 1, • • • ,3) and the corresponding values 
for the superscripts in Eq.( |2.6| ) are: N^{ = 1, Pi = 3, ©i = 1 and A^0 = 360. 



2.3.2 Correlation between egwp and ^3 

Among all ellipsometer parameters, the dominant source of systematic error on ^3 comes from 
the QWP thickness uncertainty. Thus, before giving the results of the minimisations using the 
two sets of data samples previously described, it is interesting to show the correlation between 
the plate thickness eQwp and St,. The effect on the ^3 determination is estimated by simulating 
an ellipsometer data sample with a degree of circular polarisation S^^*^ and a plate thickness egen. 
Using this sample, various minimisations of the x^ are performed by letting only Sf^^ free {i.e. 
only the two angles (^eiii and 0eiii)> by fixing the plate thickness to different values egx slightly 
different from ggen, and by fixing all the other parameters to their generated values. The quantity 
I (i'j™'^ — 53"')/5'3™'^ I presented in Fig. ^ as a function of e^x — ^gen shows that a systematic error of 
one micometer on the plate thickness leads to a systematic error around 0.5% on 53. A precise 
knowledge of the plate thickness inside the thickness tolerance of a few micrometers given by the 
manufacturer has therefore to be reached to keep a systematic error at the per mill level on the 
measurement of S3. Achieving this precision is only possible using the complete model described 
previously. 
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Figure 4. Relative error on S^ as a function of the uncertainty on the ellipsometer QWP thickness. 



2.3.3 Results 



The x^ minimisation procedure was tested first by using simulated samples generated with Eq.(2.4) 
following closely the experimental data. It was found that all fitted parameters were in agreement 
with the generated ones within a precision of a few per mill. The minimisation is then performed 
independently with the two experimental data sets D'^f^ and D™^^ and leads to values of x^ per de- 
gree of freedom equal to 1.07 and 2.09 respectively. The excellent agreement between experimental 
intensities and theoretical ones based on the fit is illustrated by a typical example in Fig. ^ where 
the quantities I\2 and R\2T\;i are presented for the sample D^^^^ as a function of the azimuthal 
angle of the ellipsometer QWP. 
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Figure 5. Experimental intensities (black bullets, for clarity only a subsample is shown) /i (a) and h (b) 
compared with theoretical ones (curves) derived from the fit, as a function of the azimuthal angle of the 
ellipsometer QWP, for the data file D^^^^. 

All ellipsometer parameters determined from the two minimisations using the data sets D^f' 
or £)HERA ^j.g fgyjjjj [Q \yQ fealistic and well defined. Among them, one interesting quantity is 
the quartz birefringence value «e — rio which can be compai^ed with textbook values previously 



determined. In [ ]21| , [22p , birefringence measurements were performed at a temperature of 18° and 
22°. Our measurements in the optical laboratory and in the tunnel were carried out at higher 
temperatures of 25° and 35°, respectively. Based on the relation of optical index variation with 
temperature [23], quartz birefringence values of [21, 22 1 are scaled ioT = 25° and at T = 35° and 
are shown in Fig. ^ together with the two birefringence values Ug — rig, where the «„ is obtained 
from the fits and the n^ (and its uncertainty of ~ 2 x 10^^) taken from Refs. [20, 21|. Our results 
agree at better than one per mill with the ones quoted in the references. 

As for the birefringence, all other results determined in the optical laboratory are compared 
with those in the tunnel and good agreement are found once the effects of temperature difference 
and optical alignment difference are taken into account [p^]. 

3. Regular measurements of S3 and systematics studies 

3.1 Measurements and systematic uncertainty from the ellipsometer 

During the data taking period of the cavity polarimeter, when the cavity was locked in resonant 
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Figure 6. Quartz birefringence values scaled to 25° and 35° from textbook values [EU E2p, as a function 
of the wavelength. Dashed lines are straight line fits to four scaled textbook points. Birefringence values 
determined from the fits to data ZJ'* and D^^^^ are indicated by an open and a solid triangle, respectively. 
The error bars are inclined for clarity. 



state and the azimuthal angle 0ent of the entrance QWP was such that the light is close to a fully 
right or left circularly polarised state 53 = ±1 [|l]], values of Sf^^ were regularly determined. 

Each value of 53"' is extracted from a data sample recorded with the ellipsometer and contain- 
ing 180 photodiode signals (as defined in Eq.(p])) corresponding to a 2°-step azimuthal turn of the 
ellipsometer QWP. The duration of data taking was about ten minutes for each sample. 

To extract Sf^^ and its uncertainty a^cni, the x^ function defined in Eq.(2^) is minimised. The 
only fitted parameters are the polarisation state parameters i^eiii and (^eiu and all other parameters 
are fixed to values previously determined by the characterisation of the tunnel optical system as 
described in Sect. ^. Thanks to a heat regulation system, the temperature inside the isotherm house 
(see [|I|]) was controlled within ib0.3°C which ensured a perfect stability of the optical axis (defined 
by the positions of the cavity mirrors) over time and therefore the stability of our ellipsometer 
calibration. 

The uncertainty a^eiii obtained from the x^ minimisation is of the order of a few 10^"^. During 
one year (from June 2006 to June 2007), the azimuthal positions of the plate QWPgnt defining a 
left or right circularly polarised laser beam were changed only three times, either after an hardware 
problem on the rotating mount controller of the plate, or after a dedicated check involving the plate 
or the photodiode pdg„(. The Sf^^ measurements were very stable over time since, over the one-year 
period, they have shown a stability of a few per mill |jT^. 



Given the precise ellipsometer calibration procedure described in Sect. 2.2, the only remain- 
ing source of systematic uncertainty on S3"' concerns the duration of the data taking. Indeed, the 
duration of one measurement sample taken with the ellipsometer can have an effect on the photo- 
diode intensity distributions because of long term fluctuation as shown in Fig. ^b). This duration 
depends on the chosen interval between two consecutive azimuthal angles (p of the ellipsometer 
QWP. To study this effect, the entrance plate QWPg^j was fixed to a given azimuthal position and 



-11- 



several measurement samples were recorded using the ellipsometer for different durations ranging 
from three to twenty minutes. The extracted Sf^^ values from these samples are found to be com- 



patible within two per mill [19]. To be conservative, an error of three per mill is quoted for the 



uncertainty due to the duration of data taking. 

3.2 Transport of 53 from ellipsometer to cavity center 

The precise St, values obtained above concern the degree of circular polarisation at the entrance 
of the ellipsometer. What we are interested in is, however, the ^3 value at the electron-laser inter- 
action point, i.e. at the center of the Fabry-Perot cavity. A priori, these two values are the same, 
but because of the presence of optical components between the two, a small difference could be 
induced. The transport of ^3 and its uncertainty are the subject of this section. 

3.2.1 Parasitic ellipticity from cavity center to ellipsometer entrance 

Between the center of the cavity and the entrance of the ellipsometer (see Fig. |I|), the exit mirror 
and the exit window of the Fabry-Perot cavity and the optical system Mj could be a source of 
birefringence and may induce parasitic ellipticity, modifying the laser beam polarisation. The 
birefringence of the substrate, the coating and the mounting system of the exit mirror and the exit 
window has been estimated or measured from dedicated studies [24, ^]. It was shown that the bias 



induced on ^3 from the center to the exit of the cavity is at the utmost of the order of 3 x 10^^. The 
remaining dominant source of parasitic ellipticity is associated to the 45° dielectric mirrors used to 
guide the light into the ellipsometer because of their different reflection coefficients for two electric 



field components: one in the incident plane and the other perpendicular to it 013| , |25| ]. To determine 
this ellipticity, the transfer matrix Mr of the system has to be determined. 

3.2.2 Exit transfer matrix Mt 

An optical theorem demonstrated by R. Clark Jones [^ states that any optical system composed 
of any non-absorbing components may always be replaced by a partial polariser placed between 
two delay plates, with the addition of a rotator inserted at any position in the system. Under the 
assumption that no power is absorbed in optical materials, the Jones matrices of a partial polariser, 
a delay plate and a rotator Pp^p2, Gy and Rq can be written as [^]: 





^vnn = Tn : ' Gy=\\ :. 1 ' ^« = I ■ : : i • o.d 



COS0 — sin0 
sin Q cos d 



Following the Jones theorem [^ and starting with a completely linear polarisation state E^ = 
(cos0G,sin0c;)^> the theoretical final state Eth after passing through an optical system of transfer 
matrix Mj can then be modeled as: 

Eth = (cos ^'h^ sin ^V^")^ =MrEG ^3 ^^ 

with Mj = /?e| Gyi Rq^ Pp^p^ Rq^ Gy^ . 

In order to apply this theorem to determining the matrix Mt of the two mirrors and the HBS 
located at the exit of the Fabry-Perot cavity, a special configuration of the system was set up by 
adding a linear Glan polariser Glanex (Fig. II|) between the exit window of the cavity and the first 
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mirror. Such a device polarises tiie beam in a completely linear state Eg before it enters the optical 
elements of the exit line. In this configuration, a number of data samples Nd were recorded using 
the ellipsometer, each with a different azimuthal angle 0^ (^ = 1, • • • ,Nd) of the polariser Glangx- 
For each 0^, the ellipsometer QWP was rotated azimuthally from 0° to 360°. 



A fit to these data samples is performed by minimising the x^ function defined in Eg. (2.6) 
to obtain the only free parameters (^^jjj and ^^jj; {1= 1, • • • ,Nd) of the beam polarisation state after 
the HBS. Using the resulting (^gj^ and 0gjjj and their uncertainties o^t and a^t , the following x^ 
function is constructed in order to determine the elements of the matrix Mj-: 






bth Selli 


2 

+ 


^<-0im^ 


2" 




V ^^in. . 





(3.3) 



PT,P2 = 1, 
13.1±1.4)mrad 



where t,^^^ and 0||j are the theoretical angles defining the i polarisation state after the HBS. By using 
Eqs.([3.1[),( |3.2| ), these angles can be written as functions of the parameters di, 02, 63, 7i, 72, Pi and 
P2 of the matrix Mr and of the angle (p^ of the linear initial polarisation state. A Monte Carlo study 
of the x^ function defined in Eq.(3.3) shows that some elements of the matrix Mr are completely 
correlated and that the system can be described only with one delay plate, one partial polariser and 
two rotators. The parameters of Mr in Eq.(3.2) are therefore restricted to 71 = 77, pi 
03 = and 72 = 0. The minimisation of the x^ defined in Eq.(3.3) leads to 77 
and pt = 1.001 ±0.001, thereby showing that the exit optical system behaves like a delay plate 
inducing a birefringence of the order of a few tens of mrad. 

A cross-check of this study has been performed by placing the additional polariser Glanex 
between the HBS and the ellipsometer QWP. As previously, ellipsometer data sets were recorded 
for several azimuthal angles of the polariser Applying the same procedure, the matrix Mr is now 
expected to be compatible with the identity matrix, since there is no optical component between the 
Glan and the entrance of the ellipsometer. The result of the fit, with an angle of (1.5 it 4.0) mrad 
for the delay plate and a value of 1.004 ±0.005 for the partial polariser parameter, constitutes a 
valuable check of the robustness of our model describing the exit beam line of the Fabry-Perot 
cavity. 

3.2.3 ^3 at the exit of the cavity 

Removing the polariser Glangx to recover the standard setup of the optical system, the degree of 
circular polarisation Sf' at the exit of the cavity has now to be determined as a function of 53"' at 



the entrance of the ellipsometer (Sect. |3JJ). The polarisation state Eex at the exit of the cavity is 



related to Eeiu (Eq.(|2.3[)) as Eex 
relation: 

Sf 



■ M. 



J ' Eeiii. The development of this field expression leads to the 



Sf + 55ex(ei,02,7r,Pr,^eiii,</>effi). 



(3.4) 



The relation (R^) applied to several values of Sf^^ determined by the ellipsometer shows that the 



correction values dS^x are all below five per mill. As the HBS is not the cause of this parasitic 



eUipticity (see Sect. 2.1), the bias is due to the two mirrors system. This confirms a measurement 



performed at Saclay in 1999 for the TJNAF polarimeter [ |26| ] in which the effect of the two mirrors 
on the determination of ^3 was measured to be of the order of a few per mill. 
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The bias dS^x is calculable for each value of Sf^^ and therefore does not enter as a systematic 
error but is explicitly determined to correct Sf^\ The uncertainty a^ex of 53" due to the transfer from 
Sf^^ to 53" are of order of a few 10^^ and has been calculated from the Mr elements as follows: for 
four combinations (Yt + cr^, Pt + Cp^), (Yt - <^yr' Pt + '^pt)' (Yt + O'tt' Pt - '^pt) ^^d (Yt - Oy,^, 
Pt — Op^), the corresponding Sf- are extracted and Osf is taken to be the maximum difference 
between these four values with the central value 53" being calculated with parameters Yt and pj. 

3.3 Overall ^3 uncertainty 

Summarising all the studies and results described previously, the ^3 value inside the cavity can be 
written by taking into account all the uncertainties of the optical system as: 

S3 = 53 ' + dSsx ± <^sf' =*= ^Sf =t O'time ± Ctrans , (3-5) 

where Sf^^ is the degree of circular polarisation measured using the ellipsometer, 55ex is the Sf^^ 
dependent correction factor defined in Eq.(3^), a^m, of the order of a few 10^'*, is the uncertainty 



on the measurement of 53"' using the elhpsometer (Sect. ^ ), Osf, of the order of a few 10^^, is 



the uncertainty on the determination of the transfer matrix Mr (Sect. |3.2.3|) , atime ~ 3 x 10^'' is the 
conservative uncertainty associated to the duration of of data taking of an ellipsometer data sample 
(Sect. 3J), and atrans < 3 x 10^^ is the uncertainty related to the passage of the light through the 



exit cavity mirror (Sect. |3.2.1| ). The last two uncertainties atime and atrans are common to all ^3 



measurements, all others vary for each measurement of S3. 

4. Coherence of S3 along the whole optical system 

Although the previous studies have provided values of S3 at the electron-laser IP with an uncertainty 
around three per mill, the idea is now to characterise also the entrance optical elements by a matrix 
Me, determine the values of S3 at different places of the optical system to check their coherence 
and make sure that no additional unknown large effect could induce a bias on S3 at the center of 
the cavity. 

4.1 Determination of Ms 

The entrance beam line is described with the matrix Me (see Fig. |l|) and is composed of a glass 
plate, two lenses and four alignment mirrors. Following the optical theorem of R. Clark Jones [^ 



already used in Sect. [3.2.2[ Me can be expressed with the same formula (see Eq.([3.2D) as for the 
matrix Mj. To determine Me, the method pursued is to model the passage of the beam from the 
entrance Glan polariser to the entrance cavity mirror when the cavity is unlocked, followed by the 
retro-reflection of the beam by the cavity mirror and its passage through the Glan in the opposite 
direction. A reversibility theorem ||6, 10| states that for a matrix M describing the light path through 



a given system, the matrix corresponding to the light path in the opposite direction is the transposed 
matrix of M. Following this theorem and starting with a horizontal linear polarisation state Enn = 
(1 , 0)^ just after the entrance Glan, the expression of the retro-reflected field Eret and the associated 
intensity 7^1 emerging from the Glan in the return direction can then be written as: 

Eret = Gv.MQj^M,„MQMEiin , Tret = |Eret| , . ^, 

with Mqm = MeRqeMqwR^,„, , 
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where G,, is the matrix of the Glan polariser allowing only the vertical component of the field to 
pass when the beam returns, Mqm is the transfer matrix of the optical line from the plate QWPg„t 
to the last alignment mirror, M,„ is the Jones matrix of the entrance cavity mirror, Me is the transfer 
matrix to be determined, Mqw is the Jones matrix of the plate QWPe„t, and Rqe and /?^_.^, are two 
2x2 rotation matrices introduced to reflect the azimuthal orientation of QWPgnt with respect to the 
matrix Me and to the Glan polariser axes, respectively. 

According to this modelisation, the elements of Me have been determined from data recorded 
with the photodiode pd^^j for various positions 0ent of the plate QWRg^j, by minimising the follow- 
ing x^ function: 

X'= L f ^%^^1 ' (4.2) 

where N^nt is the number of different azimuthal positions (/>ent, T^'et (^ret) is the theoretical (experi- 
mental) intensity calculated with Eq.(p~T|) (measured with pdg^j) at the /* value of 0ent. <^i' is the 
uncertainty of Z^^;, and /? is a normalisation factor which is determined by solving dx^/dR = 0. 
When the system was conceived, the characterisation of the entrance optical line was not planned 
and the photodiode pd^^j was only devoted to find the azimuthal positions of the plate QWPe„t 
leading to a right or left circular polarisation of the laser beam. No specific study has thus been 
conducted to study the response and measurement uncertainties of this photodiode, and in parti- 
cular no photodiode thermal regulation and no additional reference photodiode to compensate the 
laser power variations have been installed. A measurement I^^i using the photodiode pd^j^f thus 
corresponds simply to the mean value over ten thousand signals recorded with a 12-bit analog-to- 
digital converter at a sample rate of 2 MHz. The uncertainty Op is defined as the RMS value of the 
distribution of I^^^ and is of the order of one to two percent. This level of precision is not as good as 



the one obtained with the ellipsometer photodiodes as described in Sect. 2.1.2, and consequently, 
the development of a complete theoretical model to describe each optical component would not 
make sense here. It is therefore sufficient to consider the Glan polariser, the plate QWPgnt (which 
is a quartz plate treated with an anti-reflection coating) and the cavity mirror as perfect and to write 
the corresponding expression of the Jones matrices used in Eq.(p~I|) as: 





A Monte Carlo study shows that our data are well described by using only one delay plate 




and one polariser. The parameters in Eq.(3.2) are therefore restricted to ji = Ye, Pi ^ Pe, P2 = ^, 
03 = and 72 = 0, and the minimisation of the x'^ defined in Eq.(pT2|) leads to Ye = (—32.8 ± 
0.5)mrad and pE = 1.17 ±0.01. The effect of the matrix Me is clearly visible in Fig. ^ showing 
the distribution of the ratio /ret/(^7ret) either for the case where the minimisation is performed 
(dotted line) or for the case where the matrix Me is fixed to the identity (full line). 

4.2 Coherence of ^3 

Using the matrices Mj and Me, the ^3 values at the four different locations 5™', S^^, S^^ and 
S3"' indicated in Fig. |l] can now be determined for any polarisation state of the laser beam, i.e. 
for any azimuthal position 0ent of the motorised rotating mount QWPg^j. These four values are 
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Figure 7. Ratio of the measured intensities over the theoretical ones /iet/(^7iet) comparing the case where 
the Me is from the fit (dotted Hne) and the case where the Me is fixed to the identity (full line). 



determined from their associated electric fields Egnt, Ejn, Egx and Egiii. We recall that Egnt is 
calculated from a linearly polarised beam passing through the plate QWPg„j which is positioned 
at the azimuthal angle 0ent with respect to the entrance Glan axis: Eg^ =Mq]y R^^^^ (1,0)^, Ein 
is derived from Egnt and from the matrix Me- Ejn = Me Eg^, Egin is determined as described in 



Sect. |3JJ from an ellipsometer data sample, and Egx is calculated from the field EgHj and the matrix 



-M^r^E, 



Mt as: Egx = ivij. r>giii. 

To check experimentally the coherence of ^3 along the optical system, several arbitrarily va- 
lues of 0ent have been chosen close to a circularly polarised light state and, for each one of these 
positions, a data sample has been recorded in the ellipsometer as described in Sect. |3.1| . The 
evolution of S3 along the optical path can be followed in Fig. 



through the values of Sg 



ent oin 

3 ' ^^3 ' 

53" and S3''' presented for three positions ^g^ around a left circularly polarised state. In Fig. ||, 
an uncertainty of 0.5% on the values of S™' is taken (typical known value as mentioned in the 
introduction). This uncertainty propagates directly to that of S". 

For the measurement of the lepton beam polarisation, the only relevant quantity is the light 
polarisation inside the cavity, to which, of course, we do not have access but which is located 
between the two values S3" and Sj". As shown in Fig. p, the difference [Sg" — S"'! is less than one 
per mill when Sj" is closer to —1 (i.e. when the system is at its operating point [[I]]), and can reach 
up to three per mill in the explored domain of ^gnt. Part of the difference could be explained by 
the presence of a small birefringence due to multi-layers coating cavity mirrors as mentioned in 



Sect. |3.2. 1| . We do not know the exact value of our mirror coating birefringence, but birefringences 
have been measured for instance in [27, ^, 29] for cavity finesses of 6600 — 100000. In all these 
measurements the order of magnitude of the birefringence is a few lO^^rad. The Fabry-Perot 
cavity, with its multi-layer coating mirrors, has a finesse of about 30000 ^ and thus lies within the 
range quoted above. Because of the resonant optical cavity, the phase shift due to a single passage 
of the light in the reflected coating is amplified by a factor 2,^/k [ ^ and becomes of the order 
of a few lO^^rad. The bias on S3 can be expressed in term of this amplified birefringence (^jr as 
'^T ~ "^3" ~ 'Phir/'^ tH] ^^^ ^^^ therefore be of a few per mill. However, another systematic source, 
which could explain the difference of a few per mill between S3" and Sg", is the lack of precision 
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Figure 8. 5™' (blue triangles), 5™ (black points), Sf' (red triangles), and Sf^^ (open green circles) for three 
azimuthal positions of the plate QWPg^j around a left circularly polarised state (indicated by an arrow). The 
error bars are inclined for clarity. 



in measurements with pd^^j used for the determination of M^ (Sect. 4.1) and thus of 53°. Anyway, 
the study of the entrance beam line does not intend to give an accurate measurement of 5^3° but is 
devoted to check the coherence of the system and particularly the coherence of measurements just 
before and after the cavity. 



5. Summary 



The implementation of an uncoated QWP in the ellipsometer of the Fabry-Perot cavity polarimeter 
of HERA has allowed us to determine the degree of circular polarisation S3 of the laser at the 
entrance of the ellipsometer with an uncertainty of 0.3%. Such a small uncertainty is achieved 
thanks to a complete model description of the ellipsometer optical system. The transport of Sj, 
up to the electron-laser IP has then been studied and the modeling of the optical elements located 
between the IP and the ellipsometer has made it possible to conserve the uncertainty of 0.3% at 
the IP. A study of the optical line from the IP up to the laser head has also been performed and has 
shown that even with an unoptimised photometric measurement, ^3 is controlled along the optical 
path at the few per mill level. The level of accuracy presented here has, to our knowledge, never 
been reached in the environment of a particle collider and provides a good prospect for applications 



in a future linear collider [30, BM, 32]. 
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1. Introduction 

In a companion article ^ we describe a Compton polarimeter installed at HERA using a Fabry- 
Perot resonator to enhance the laser beam power. A relative statistical precision of 2% per bunch 
and per minute was achieved on the longitudinal polarisation P^ measurement of the electron beam 
with an estimated relative systematic uncertainty of about 1%. One of the systematic error sources 
is related to the determination of the degree of circular polarisation ^3 of the laser beam at the 
electron-laser interaction point (IP). Since only the product St,P^ is determined in Compton po- 
larimetry (see Eq.(5) in [|l]]), we have to measure precisely ^3 in order to achieve the same level 
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of precision for P^. The uncertainty on the ^3 determination comes mainly from two sources: (1) 
the measurement of St, itself performed with an ellipsometer usually located close to, but outside, 
the electron beam pipe and, (2) the transport of the measured Sj, value through optical elements 
and vacuum window up to the electron-laser IP. The purpose of the present article is to describe 
the experimental setup and methods that we have used to reach a few per-mill level of systematic 
uncertainty on St,. 

The key component of the experimental setup [|I|] is an ellipsometer similar to those of the 
SLAC [0, ^] and Jlab [Q |5|] Compton polarimeters. It is composed of a quarter wave plate (QWP), 
a linear polariser and various photo-detectors. Since an optical model is needed to reconstruct 
St, from the photometric measurements performed after the polariser, the model accuracy has to 
be controlled below the per-mill level. The QWP is a crucial component of the ellipsometer. It 
is usually anti-reflection coated with double layers and thus taken as a simple delay plate in basic 
optical mo- dels ^. However, the reflectance of such coated plates is typically of the order of 0.5%, 
thus limiting the model accuracy to the same level. In order to decrease the model uncertainty, we 
followed the work of [^ by choosing an uncoated quartz QWP of high optical quality. In doing 
so we have to account for multiple reflections inside the anisotropic uniaxial QWP, to model the 
plate defects and the experimental misalignments, and to perform a fine calibration of the plate 
thickness. The implementation of an uncoated QWP in the ellipsometer together with a thorough 
investigation of theoretical models and detector effects within an accelerator environment has never 
been reported previously and is one of the main topics of this article. 

In order to control the transport of accurately measured ^3 up to the IP, we follow the method 
developed for the polarimeter at SLAC [|8]] by modeling the optical elements located between the 
IP and the elUpsometer, and use optical theorems demonstrated by Jones [^. In an accelerator this 
transport is an important issue since optical elements are always present between the IP and the 
ellipsometer. All birefringence biases from these elements are therefore studied and/or modeled 
to conserve the required precision on ^3 at the IP. We also perform a polarisation transport study 



from the IP up to the laser head by using the optical theorems in []10|]. The implementation of these 
methods is the second topic of this article. To our knowledge they have not been applied in the 
context of accelerators to the level of accuracy presented here. 

The ellipsometer and the characterisation of its optical components are described in Sect. ^ In 
Sect. |3|, the determination of ^3 with the ellipsometer and the transport from the ellipsometer to the 
electron-laser IP are described. Finally, in Sect. ^, the characterisation of the entrance optical line 
is performed in order to study the coherence of ^3 along the whole optical system and in particular 
the coherence of ^3 at the entrance and at the exit of the Fabry-Perot cavity. 



2. Ellipsometer characterisation 

In this section, the general optical setup and the characterisation of the ellipsometer are described. 
The principle of an ellipsometer is to send a light beam, of any unknown polarisation, through a 
QWP. By rotating the plate, the polarisation state of the light is modified and the state at the exit 
of the plate depends on the state at the entrance. A polariser (Wollaston prism) placed behind the 
plate spatially separates the beam into two orthogonal linearly polarised states. The analysis of the 
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intensities of these two beams in photo-detectors, for various azimuthal angles of the QWP, allows 
the deduction of the polarisation of the incident beam. 

2.1 General optical setup and ellipsometer components 

2.1.1 General optical setup 

A schematic overview of the Fabry-Perot cavity optical setup is presented in Fig. [T[ A Nd:YAG 
laser beam of 1064 nm wavelength passes first through a Glan-Thomson prism in order to provide a 
purely linearly polarised state and then through an entrance QWP, noted QWPent- This is mounted 
at the center of a motorised rotating stage to adjust the azimuthal angle 0ent and thus to provide an 
elliptical polarised state. The Glan allows also the beam to pass and to go back after its reflection by 
the cavity entrance mirror. The reflected beam is analysed in a photodiode, pdgnt, first to determine 
the azimuthal angles of the plate QWPgnt for which the light is circularly polarised and secondly to 



conduct a study on the entrance optical line (Sect. [4. 1| ). The beam then passes through the entrance 
optics which is composed of a glass plate and two lenses. The glass plate is used to pick up a 



fraction of the beam for the locking procedure exploiting the "Pound-Drever" technique QllQ, and 
the lenses are used to match the laser beam to the cavity fundamental mode. The beam is then 
precisely aligned with four mirrors (of which two are motorised) before entering a two meter long 
cavity. 
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Figure 1. A schematic view of the Fabry-Perot cavity optical system installed in the HERA tunnel. The 
box "entrance optics" is composed of a glass plate and two lenses. The location of four determination points 



of ^3 is indicated by 5™ 



5?, S% 



and Sf\ 



The prism Glanex located on the top of the figure is inserted in 



the optical line only for a dedicated study described in Sect. 3.2.2. Me and Mj are two transfer matrices 
discussed in Sects. 3 and 4 . 

At the exit of the cavity, the beam is guided with two mirrors to enter the ellipsometer, labeled 
"Ellipso", which is mainly composed of a QWP followed by a Wollaston prism. The beam passes 
first through a holographic beam sampler (HBS) in order to extract a small fraction of the entrance 
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power (about 1% of the incident beam). This fraction of the beam is measured in photodiode pdg 
and is used as a reference intensity to compensate the effects due to possible laser power variations. 
The main beam emerging from the HBS enters the QWP. The QWP is mounted at the center of a 
motorised rotating stage to adjust the azimuthal angle . Two screws allow the alignment between 
the plate and the rotating stage to be adjusted. The rotating stage itself is mounted on a two-axis 
horizontal stage, a vertical translation stage and an angle-tilting stage to position the beam impact 
point at the mount center of the rotating stage and to adjust the incident angle 0inc between the 
laser beam and the plate normal direction. The linear and tilted stages are manually controlled with 
micrometric screws. The WoUaston prism separates the laser beam spatially into two linearly and 
orthogonally polarised components, and the two transmitted beams from the WoUaston are detected 
in photodiodes pdj and pd2. Diffusers are placed in front of each photodiode in order to adjust the 
power entering the photodiodes. 

The ellipsometer is used to measure the circular polarisation S3 of the laser beam of any un- 
known polarisation by varying the azimuthal angle of the plate and analysing the intensities emerg- 
ing from the prism. 



2.1.2 Ellipsometer components 

The HBS: The beam sampler is a hologram in engraved relief on a transparent substrate (silica) 
inducing forward diffraction. The birefringence of the HBS alone has been measured before its 



installation in the cavity system and the result is compatible with zero [12|. 



The WoUaston prism: The most important characteristic of the prism is its extinction rate, which is 
less than a few 10^^ as given by the manufacturer and has been confirmed experimentally. 



The quarter wave plates: As will be described in Sect. [2.3| , two QWPs plj and pl2 with different 



nominal thicknesses of ^nom = 91.2/im and ^nom = 639.9/im are used in the ellipsometer for its 
characterisation in order to increase the constraints of the system. Each QWP is a parallel plate 
of high quality quartz manufactured especially for the ellipsometer characterisation purpose, and 
has a delay tolerance of 1/300 and a thickness tolerance of a few micrometers with a parallelism 
between the two faces of the order of 10 seconds of arc. The optical axis is contained in the plane 
of the plate. 

The detection system: The detection system consists of three photodiodes pdg, pdj and pd2 made 
of a gallium arsenide and indium alloy (InGaAs). Each photodiode and their electronics are ther- 
malised with a Peltier module to prevent temperature variations which might be of a few degrees 
in the HERA environment and could induce a variation in the photodiode readout larger than the 
required precision. Using Peltier modules, a stability level of tenth of a degree is achieved. The 
photodiodes are read out with 12-bit analog-to-digital converters at a maximum sample rate of 
2 MHz. For each measurement, the mean value over ten thousand signals /pd is recorded after sub- 
traction of pedestal Ped for each photodiode. The effect of laser power variations is taken into 
account by normalising the measurement to that of the reference photodiode pdg. Explicitly, pho- 



todiode intensities I\ and h used in the following can be written as: 
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(2.1) 



A study of photodiodes in an optical laboratory has shown that in such a clean environment, the 
temperature regulation, the subtraction of photodiode pedestals and the laser power variation effect 
can be controlled such that I\ and h are known at the per-mill level. The HERA accelerator environ- 
ment is more noisy; effects such as larger temperature variations and the presence of quadrupoles 
and dipoles, the synchrotron radiation, accelerating cavities and long cables affect the precision of 
the photodiode measurements. This is illustrated in Figs, ^a) and (b) where the distributions of I2 
from two data samples recorded in the HERA tunnel at different moments are shown. Each entry 



in the histograms is a measurement of /2 as defined in Eq.(gjj) and the duration of data taking for 
each sample was approximately fifteen minutes. Fig. ^(a) represents a well clustered distribution 
whereas Fig. ^b) shows two populations. To take into account this kind of drift, the corresponding 
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Figure 2. Histograms of /2 as defined in Eq.(2.1) for two data sets (a) and (b) taken during fifteen minutes 
each at different moments. 



error ai, , is defined as the root mean square (RMS) value of the histogram, whether it has a Gaus- 
sian shape or not. In this way, the unknown long term effects such as those illustrated in Fig. ^b) 
are included in the measurement errors. The errors are then parameterised as a function of the 
intensities as: 



^h.l=M.2 /l,2+Bl,2 ■ 



(2.2) 



Fig. ^ shows the errors a/, (a) and a/, (b) as a function of I\ and I2 respectively and the corres- 



ponding parameterisation of Eq.(|2.2|), for data sets recorded at various azimuthal angles of the 
ellipsometer QWP in order to cover the entire range of intensity values. These errors may depend 



on the duration of acquisition time which will be varied for systematics studies (Sect. |3.1| ). 

The accurate measurement of the degree of circular polarisation S^ of the laser beam requires 
a precise control and characterisation of this ellipsometer. Therefore before determining St, , the 
ellipsometer will be first used as a calibration system to characterise precisely some of its optical 
components. For this, a complete simulation model has been developed. 
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Figure 3. Errors O/j (a) and C7/, (b) as a function of I\ and I2, respectively. The lines correspond to straight 
line fits to the measured errors according to Eq.(2.2) . 



2.2 Model of the ellipsometer and x^ function 

2.2.1 Model of the ellipsometer 

The polarisation state EgUi at the entrance of the ellipsometer and the associated degree of circular 
polarisation Sf^^ can be written in the most general form as functions of two angles (^eiii and 0eiii 
as dill: 

Eeiii= . e''"' ,v,,, h 5f' = 2cos<^eiiisin(^eiiisin0eiii- (2.3) 

ysini^eiii^'^^"'/ 

The expression of the two transmitted fields Ei and E2 emerging from the WoUaston prism and the 
associated theoretical intensities Ti and T2 can then be written as: 

Ei(2) = ^f(2)Eelli , ^1(2) = |Ei(2)| , (2.4) 

where ^f^^ and ^f^\ standing for the corresponding Jones transmission matrices [14], are com- 
puted from a theoretical model as follows: 



The WoUaston cube: Two small parameters e^ and Sy are introduced to take into account in the 



Wollaston Jones matrix a possible small birefringence along its two optical axes 1 15]. 



The quarter wave plate: The model used for the QWP takes into account the multiple reflections of 
the wave inside a quartz plate of indices «„ and n^, of thickness ^qwp. and whose optical axis has an 
angle ^oa with respect to the laboratory frame. This angle has two components: 0oa = + ^o> where 
(^ is the azimuthal angle of the QWP motorised rotating stage and 0o is an azimuthal reference angle 
reflecting the fact that the orientation of the optical axis in the plane of the plate is not a priori at 
position 0=0. The simulation also models the passage of a light wave through the plate at a non 
zero incident angle di^c, which is equal to the number of tilting stage screw turns (Xtum) times the 
tilt angle value of one screw turn (0tum)- The light beam is treated as a plane wave since, at small 
incident angles {i.e. less than 0.1 rad for the work described here), the comparison between a plane 
wave treatment and a Gaussian wave treatment shows that the Gaussian character of the wave can 



be neglected []16|]. Also, the contribution of the optical activity of the crystal [ ]17p as well as the 
surface roughness [|l^] has been studied and found to be negligible (a relative contribution of less 
than 10"^). 



Misalignments: A realistic description of the optical system must also take into account the fol- 
lowing experimental misalignments: 

• A misalignment of the QWP plane with respect to the Wollaston prism axes, which is mo- 
deled by a small tilt angle 5w of the normal to the QWP. 

• A misalignment due to the fact that the laser beam may not enter the QWP exactly at the 
plate center of the mount: in that case, because the two plate surfaces may not be perfectly 
parallel, the thickness crossed by the light can vary during an azimuthal rotation of the plate. 
To take into account this effect, the plate is modeled by a variable thickness as: e = egwp [1 + 
(5c/eQwp) cos{(j) — (pc)] where cqwp is the thickness of the plate in case of a perfect alignment 
situation, dc represents a small shift between the laser beam impact point and the plate center 
of the mount, and (pc is an arbitrary reference azimuthal angle, as the position = of the 
QWP may not be the position which maximises the plate thickness e. One new parameter dc 
is introduced each time the incident angle dmc changes. 

According to this model of ellipsometer components and misalignments, for a given ellip- 
someter QWP plate pl^ of thickness eQ^p, a given incident angle 6^^^, azimuthal angle 0' of the 



plate, and polarisation state E^jjj, the two theoretical intensities Ti(2) of Eq.( |2.4[ ) can be written as 
functions of ellipsometer parameters as: 

1(2) ~-'l(2) I'^O) Hg, £v) £>•) ^QWP' ^turn ^ ^tum) ^^ ^x 

All the details of the model described here can be found in [ [l9| ] where the modeling and the cal- 
culations relative to the Wollaston cube, the QWP and the optical misalignments are explicitly 
given. In particular, the calculation of the Jones transmission matrix of a quartz plate at a non zero 
incident angle, with internal reflections being taken into account, is explicitly performed in the ap- 



pendix of [19|. Simulations show that multiple reflections, plate defects or optical misalignments 
contribute at the few percent level to the transmitted intensities Ti(^2)- Achieving the per-mill level 
for ^3 measurement is therefore only possible using this complete model description. 

2.2.2 x^ function 

To characterise the ellipsometer and distinguish effects due to optical misalignments from those due 
to plate defects or those due to the light polarisation state, the principle is to record ellipsometer 



experimental data /i(2) (as defined in Eq.(gn|)) and to minimise the following x function: 



x'= L L L L 







(2.6) 



where A/pi refers to the number of the QWP used in the data taking, P,t to the number of polarisation 
states, 0,t to the number of incident angles and 'N,^ to the number of azimuthal angles of the QWP. 
'^\{i\ *-^U2)-* ^^ '■^^ theoretical (experimental) photodiode intensity calculated (measured) when the 
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plate pl^ is inserted in the ellipsometer, at the v polarisation state Egiii, the / value of 0inc and 
the ;* value of 0. o'^^■, is the uncertainty oif^,^. in Eq.(^^)- R\i2\ ^^ normalisation factors which 



are easily determined by solving dx /dR = 0. The minimisation of the x (Eq.(2^)) leads to 
parameter values of Eq.(2^), excepted ioxXl^^, 0' and rie. X(„j.„ and 0' take some known values 



of the tilting and rotating stages, respectively. The extraordinary index Ue is fixed because our 
constraints are not sufficient to determine Uo and n^ at the same time, and so the quantity that is 
determined in practice is the birefringence ne—ng. The quartz indices being measured at a few 10^^ 



level by previous studies [20, 21, 22], the determination of the birefringence by the ellipsometer 



provides thus a good test of the validity of the model. 
2.3 Ellipsometer parameter determination 



The determination of ellipsometer parameters (Eq.( [2.5[ )) has been performed twice, independently 
in two different environments corresponding to the optical laboratory and the HERA tunnel, with 
two different data taking procedures. 

The first data sample recorded in the optical laboratory is devoted to determine all ellipsometer 
characteristics and in particular the thickness of the QWP and the index n,,. The determination of 
both egwp and n^ requires a long and meticulous data taking procedure since it turns out that the 
solution of the x^ minimisation is not unique: several combinations (eQWPi'Jo) can minimise the 
X^- In order to resolve such an ambiguity, two uncoated plates plj and pl2 with different thicknesses 
are used by inserting one after the other in the ellipsometer. In addition, for each plate, several data 
sets are taken for different incident angles. 

The second data sample was recorded after the installation of the setup in the HERA tunnel 
in order to characterise again the system, since all the optical components were dismounted to 
be transported from the optical laboratory to the tunnel. In the tunnel, data taking conditions were 
much more difficult than in the optical laboratory, and in particular, the tunnel accesses were limited 
to a few hours per month. The corresponding data taking procedure thus has to be simpler. To avoid 
ambiguous solutions on the thickness of plate plj, its fit range is restricted to around the expected 
value obtained from the laboratory calibration. 

2.3.1 The data calibration samples 

The first calibration of the ellipsometer was performed in the clean optical laboratory, where the 
room temperature was regulated at 25°. For a given laser beam polarisation state, ellipsometer 
measurements were recorded for each plate plj and pl2 at various incident angles 0inc between the 
laser beam and the plate normal direction, and, for each d{ac, the QWP was turned azimuthally 
of an angle ^ in step of 1° from 0° to 360°. A Monte Carlo study shows that to provide enough 
constraints to minimise the x'^ and determine all the ellipsometer parameters of Eq.(2^), data have 
to be recorded at four (two) different values of di^c for the QWP plj (PI2), and it is sufficient to have 
only one polarisation state of a given (i^eiiii^eiii)- Each time the incident angle di^c was changed, 
a long procedure was applied to displace manually the plate transversally with the linear stage 
micrometric screws in order to recover precisely the matching of the plate mechanical center with 
the laser impact point. The six samples recorded at different values of 0inc containing 360 entries 
each are called D^f^ (J = 1 , • • • , 6) and, when introduced in the x^ function, values of subscripts in 



Eq.(^) are A^pi = 2, Pi = 1, P2 = 1, ©i = 4, ©2 = 2 and A^^ = 360. 



The second data set was recorded in the HERA tunnel where the room temperature was re- 
gulated at 35°. In order to control the data taking procedure from outside tunnel to be independent 
of the short duration of tunnel access, only one plate (plj) was used in the ellipsometer and the 
incident angle Qjnc between the light beam and this QWP remained fixed and equal to zero. In 
this configuration, the x^ minimisation was performed by using three recorded data samples, each 
with a different azimuthal angle of the entrance plate QWPgnf In this way, the light entering 
the ellipsometer has three different polarisation states. For each of these three QWPgnt azimuthal 
positions, the ellipsometer QWP was also turned azimuthally through an angle in step of 1° from 
0° to 360°. These three data samples are called £)™^^ {d = 1, • • • ,3) and the corresponding values 
for the superscripts in Eq.( |2.6| ) are: A'pi = 1, Pi = 3, ©i = 1 and N^ = 360. 



2.3.2 Correlation between egwp and ^3 

Among all ellipsometer parameters, the dominant source of systematic error on S3 comes from 
the QWP thickness uncertainty. Thus, before giving the results of the minimisations using the 
two sets of data samples previously described, it is interesting to show the correlation between 
the plate thickness egwp and S3. The effect on the S3 determination is estimated by simulating 
an ellipsometer data sample with a degree of circular polarisation S^*^ and a plate thickness egen. 
Using this sample, various minimisations of the x^ are performed by letting only S3"' free {i.e. 
only the two angles (^eiii and (^eiii). by fixing the plate thickness to different values e^x slightly 
different from ggen, and by fixing all the other parameters to their generated values. The quantity 



S3 j/Sj"*^ I presented in Fig. H as a function of ^ax — ^gen shows that a systematic error of 



one micometer on the plate thickness leads to a systematic error around 0.5% on S3. A precise 
knowledge of the plate thickness inside the thickness tolerance of a few micrometers given by the 
manufacturer has therefore to be reached to keep a systematic error at the per-mill level on the 
measurement of S3. Achieving this precision is only possible using the complete model described 
previously. 




Figure 4. Relative error on Sf^^ as a function of the uncertainty on the ellipsometer QWP thickness. 



2.3.3 Results 



The x^ minimisation procedure was tested first by using simulated samples generated with Eq.(2.4) 
following closely the experimental data. It was found that all fitted parameters were in agreement 
with the generated ones within a precision of a few per-mill. The minimisation is then performed 
independently with the two experimental data sets T^f' and D™^^ and leads to values of x} per de- 
gree of freedom equal to 1.07 and 2.09 respectively. The excellent agreement between experimental 
intensities and theoretical ones based on the fit is illustrated by a typical example in Fig. ^ where 
the quantities /i 2 and R\,2r\,i are presented for the sample D™'^ as a function of the azimuthal 
angle of the ellipsometer QWP. 
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Figure 5. Experimental intensities (black bullets, for clarity only a subsample is shown) /i (a) and I2 (b) 
compared with theoretical ones (curves) derived from the fit, as a function of the azimuthal angle (j) of the 
ellipsometer QWP, for the data file Df^^. 

All ellipsometer parameters determined from the two minimisations using the data sets D^f^ 
or D™'^ are found to be realistic and well defined. Among them, one interesting quantity is 
the quartz birefringence value rig — Ug which can be compared with textbook values previously 



determined. In [ ]21| , [22p , birefringence measurements were performed at a temperature of 18° and 
22°. Our measurements in the optical laboratory and in the tunnel were carried out at higher 
temperatures of 25° and 35°, respectively. Based on the relation of optical index variation with 
I, quartz birefringence values of [21, 22] are scaled to T = 25° and at T 



temperature [[23|], quartz birefringence values of ||21|, ^ are scaled toT = 25" and at T = 35° and 
are shown in Fig. ^ together with the two birefringence values obtained from the fits. The two fit 
values agree at better than one per-mill with the ones quoted in the references. 

As for the birefringence, all other results determined in the optical laboratory are compared 
with those in the tunnel and good agreement are found once the effects of temperature difference 
and optical alignment difference are taken into account [p^]. 



3. Regular measurements of S3 and systematics studies 

3.1 Measurements and systematic uncertainty from the ellipsometer 

During the data taking period of the cavity polarimeter, when the cavity was locked in resonant 
state and the azimuthal angle 0ent of the entrance QWP was such that the light is close to a fully 
right or left circularly polarised state 53 = ±1 [|l]], values of Sf^^ were regularly determined. 
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Figure 6. Quartz birefringence values scaled to 25° and 35° from textbook values [EU E2p, as a function 
of the wavelength. Dashed lines are straight line fits to four scaled textbook points. Birefringence values 
determined from the fits to data £)'* and £)Hera ^.g jinjiQated by an open and a solid triangle, respectively. 



Each value of S3"' is extracted from a data sample recorded with the ellipsometer and contain- 
ing 180 photodiode signals (as defined in Eq.(^^)) corresponding to a 2° -step azimuthal turn of the 
elhpsometer QWP. The duration of data taking was about ten minutes for each sample. 



To extract Sf^^ and its uncertainty cy^cni, the x^ function defined in Eq.(2^) is minimised. The 



only fitted parameters are the polarisation state parameters (^eiii and 0eiii and all other parameters 
are fixed to values previously determined by the characterisation of the tunnel optical system as 
described in Sect. ^. Thanks to a heat regulation system, the temperature inside the isotherm house 
(see [|I|]) was controlled within ib0.3°C which ensured a perfect stability of the optical axis (defined 
by the positions of the cavity mirrors) over time and therefore the stability of our ellipsometer 
calibration. 

The uncertainty a^ciii obtained from the x^ minimisation is of the order of a few 10^^. During 
one year (from June 2006 to June 2007), the azimuthal positions of the plate QWPg„t defining a 
left or right circularly polarised laser beam were changed only three times, either after an hardware 
problem on the rotating mount controller of the plate, or after a dedicated check involving the plate 
or the photodiode pdg^j. The 53'" measurements were very stable over time since, over the one-year 



period, they have shown a stability of a few per-mill [19] 



Given the precise ellipsometer calibration procedure described in Sect. [2.2| , the only remain- 
ing source of systematic uncertainty on S3"' concerns the duration of the data taking. Indeed, the 
duration of one measurement sample taken with the ellipsometer can have an effect on the photo- 
diode intensity distributions because of long term fluctuation as shown in Fig. ^b). This duration 
depends on the chosen interval between two consecutive azimuthal angles (p of the ellipsometer 
QWP. To study this effect, the entrance plate QWP^^j was fixed to a given azimuthal position and 
several measurement samples were recorded using the ellipsometer for different durations ranging 
from three to twenty minutes. The extracted S3"' values from these samples are found to be com- 



patible within two per-mill [19]. To be conservative, an error of three per-mill is quoted for the 
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uncertainty due to the duration of data taking. 

3.2 Transport of ^3 from ellipsometer to cavity center 

The precise S3 values obtained above concern the degree of circular polarisation at the entrance 
of the ellipsometer. What we are interested in is, however, the Sj, value at the electron-laser inter- 
action point, i.e. at the center of the Fabry-Perot cavity. A priori, these two values are the same, 
but because of the presence of optical components between the two, a small difference could be 
induced. The transport of S3 and its uncertainty are the subject of this section. 

3.2.1 Parasitic ellipticity from cavity center to ellipsometer entrance 

Between the center of the cavity and the entrance of the ellipsometer (see Fig. |I|), the exit mirror 
and the exit window of the Fabry-Perot cavity and the optical system Mt could be a source of 
birefringence and may induce parasitic ellipticity, modifying the laser beam polarisation. The 
birefringence of the substrate, the coating and the mounting system of the exit mirror and the exit 
window has been estimated or measured from dedicated studies [24, |^]. It was shown that the bias 



induced on S3 from the center to the exit of the cavity is at the utmost of the order of 3 x 10^^. The 
remaining dominant source of parasitic ellipticity is associated to the 45° dielectric mirrors used to 
guide the light into the ellipsometer because of their different reflection coefficients for two electric 





field components: one in the incident plane and the other perpendicular to it [13, 25|. To determine 
this ellipticity, the transfer matrix Mr of the system has to be determined. 

3.2.2 Exit transfer matrix Mj 

An optical theorem demonstrated by R. Clark Jones [^ states that any optical system composed 
of any non-absorbing components may always be replaced by a partial polariser placed between 
two delay plates, with the addition of a rotator inserted at any position in the system. Under the 
assumption that no power is absorbed in optical materials, the Jones matrices of a partial polariser, 
a delay plate and a rotator Pp^p2, Gy and Rq can be written as [^: 

^.>.. = r' " h Gy=V \h /?. = f'^°^^-""^V (3.1) 

PIPS I A „_ I ' r In .-ly I ' '' I sine COS0 i 

Following the Jones theorem [^ and starting with a completely linear polarisation state Eg = 
(cos^GiSin^o)^. the theoretical final state Eth after passing through an optical system of transfer 
matrix Mj can then be modeled as: 

E,h = (cos ^*^ sin ^*^'^*)^ = Mr Eg ^3 ^^ 

with Mj = Rq^ Gyi R02 Ppip2 ^63 Gy^ ■ 

In order to apply this theorem to determining the matrix Mj of the two mirrors and the HBS 
located at the exit of the Fabry-Perot cavity, a special configuration of the system was set up by 
adding a linear Glan polariser GlaUex (Fig. |I|) between the exit window of the cavity and the first 
mirror. Such a device polarises the beam in a completely linear state E^ before it enters the optical 
elements of the exit line. In this configuration, a number of data samples N^j were recorded using 
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the ellipsometer, each with a different azimuthal angle (j)^ (i = I,- ■■ ,Nd) of the polariser Glanex- 
For each <p^, the ellipsometer QWP was rotated azimuthally from 0° to 360°. 



A fit to these data samples is performed by minimising the x^ function defined in Eq.(2.6) 
to obtain the only free parameters (^jfjj; and ^gjj; {£ = 1, • • • ,Nd) of the beam polarisation state after 
the HBS. Using the resulting (§gjjj and (j)^^^^ and their uncertainties Opt and a^t , the following X'^ 
function is constructed in order to determine the elements of the matrix Mj: 



e=hNd 




+ 






(3.3) 



where ^f^^ and 0^^ are the theoretical angles defining the f^ polarisation state after the HBS. By using 
Eqs.([3.1[),( |3.2| ), these angles can be written as functions of the parameters di, 62, 63, 71, 72, pi and 
P2 of the matrix Mr and of the angle 0^ of the linear initial polarisation state. A Monte Carlo study 
of the x^ function defined in Eq.(3.3) shows that some elements of the matrix Mr are completely 
correlated and that the system can be described only with one delay plate, one partial polariser and 
two rotators. The parameters of M7 in Eq.(3.2) are therefore restricted to 71 = jj. Pi = Pt, P2 = ^, 
03 = and 72 = 0. The minimisation of the x^ defined in Eq.(^j|) leads to 77 = (13.1 ± 1.4)mrad 



and Pt = 1.001 ±0.001, thereby showing that the exit optical system behaves like a delay plate 
inducing a birefringence of the order of a few tens of mrad. 

A cross-check of this study has been performed by instead placing the additional polariser 
Glanex between the HBS and the ellipsometer QWP. As previously, ellipsometer data sets were 
recorded for several azimuthal angles of the polariser. Applying the same procedure, the matrix 
Mt is now expected to be compatible with the identity matrix, since there is no optical component 
between the Glan and the entrance of the ellipsometer. The result of the fit, with an angle of 
(1 .5 ± 4.0) mrad for the delay plate and a value of 1 .004 ± 0.005 for the partial polariser parameter, 
constitutes a valuable check of the robustness of our model describing the exit beam line of the 
Fabry-Perot cavity. 



3.2.3 S3 at the exit of the cavity 

Removing the polariser Glangx to recover the standard setup of the optical system, the degree of 
circular polarisation S?" at the exit of the cavity has now to be determined as a function of S?"' at 



the entrance of the ellipsometer (Sect. 3.1). The polarisation state Egx at the exit of the cavity is 



related to Egm (Eq.(2.3)) as Egx 
relation: 

ST 



Mj Egiii. The development of this field expression leads to the 



Sf + 55gx (01,02, 7r,;'r,'§eUi,0em )• 



(3.4) 



The relation (3.4) applied to several values of Sf^^ determined by the ellipsometer shows that the 
correction values 55gx are all below five per-mill. As the HBS is not the cause of this parasitic 



ellipticity (see Sect. 2.1), the bias is due to the two mirrors system. This confirms a measurement 



performed at Saclay in 1999 for the TJNAF polarimeter [26] in which the effect of the two mirrors 
on the determination of S3 was measured to be of the order of a few per-mill. 

The bias 55ex is calculable for each value of Sf^^ and therefore does not enter as a syste- matic 
error but is explicitly determined to correct Sf^^. The uncertainty Os<:^ oiST due to the transfer from 
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Sf^^ to 53" are of order of a few 10 "* and has been calculated from the Mj elements as follows: for 
four combinations {Jt + Cfyr^ Pt + (^pt)^ (Yt - Oyj., pr + Op^^), {Jt + a^, pt - Op^) and (77- - a^, 
Pt — (^pt)^ the corresponding Sf^ are extracted and as^ is taken to be the maximum difference 
between these four values with the central value Sf- being calculated with parameters Yt and pj. 

3.3 Overall 53 uncertainty 

Summarising all the studies and results described previously, the ^3 value inside the cavity can be 
written by taking into account all the uncertainties of the optical system as: 

S3 = ^3 ' + SSex ± a^elli lb Osf ± Otime ± Ctrans , (3-5) 

where Sf^^ is the degree of circular polarisation measured using the ellipsometer, 5Ssx is the S3"' 



dependent correction factor defined in Eq.(|3.4|), a^eiii, of the order of a few 10 , is the uncertainty 



on the measurement of S3"' using the ellipsometer (Sect. 3J), a^ex, of the order of a few 10^^, is 
the uncertainty on the determination of the transfer matrix Mj (Sect. 3.2.3 ), atime ~ 3 x lO^-' is the 
conservative uncertainty associated to the duration of of data taking of an ellipsometer data sample 
(Sect. 3.1), and atrans < 3 x 10^^ is the uncertainty related to the passage of the light through the 



exit cavity mirror (Sect. 3.2.1). The last two uncertainties atime and atrans are common to all S3 



measurements, all others vary for each measurement of S3. 

4. Coherence of S3 along the whole optical system 

Although the previous studies have provided values of S3 at the electron-laser IP with an uncertainty 
around three per-mill, the idea is now to characterise also the entrance optical elements by a matrix 
Me, determine the values of S3 at different places of the optical system to check their coherence 
and make sure that no additional unknown large effect could induce a bias on S3 at the center of 
the cavity. 

4.1 Determination of Ms 

The entrance beam line is described with the matrix Me (see Fig. |l|) and is composed of a glass 
plate, two lenses and four alignment mirrors. Following the optical theorem of R. Clark Jones [0] 



already used in Sect. [3.2.2[ Me can be expressed with the same formula (see Eg. (p. 2D) as for the 
matrix Mj. To determine Me, the method pursued is to model the passage of the beam from the 
entrance Glan polariser to the entrance cavity mirror when the cavity is unlocked, followed by the 
retro-reflection of the beam by the cavity mirror and its passage through the Glan in the opposite 
direction. A reversibility theorem [|6, 10] states that for a matrix M describing the light path through 



a given system, the matrix corresponding to the light path in the opposite direction is the transposed 
matrix of M. Following this theorem and starting with a horizontal linear polarisation state Enn = 
(1,0)^ just after the entrance Glan, the expression of the retro-reflected field Epet and the associated 
intensity r^t emerging from the Glan in the return direction can then be written as: 



|2 



Eret — GvMQj^M,„MQMEiin , Tret — |Eret| , . ^, 

with Mqm = MeRqeMqwR^,„, , 
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where G,, is the matrix of the Glan polariser allowing only the vertical component of the field to 
pass when the beam returns, Mqm is the transfer matrix of the optical line from the plate QWPg„t 
to the last alignment mirror, M,„ is the Jones matrix of the entrance cavity mirror, Me is the transfer 
matrix to be determined, Mqw is the Jones matrix of the plate QWPe„t, and Rqe and /?^_.^, are two 
2x2 rotation matrices introduced to reflect the azimuthal orientation of QWPgnt with respect to the 
matrix Me and to the Glan polariser axes, respectively. 

According to this modelisation, the elements of Me have been determined from data recorded 
with the photodiode pd^^j for various positions 0ent of the plate QWRg^j, by minimising the follow- 
ing x^ function: 

X'= L f ^%^^1 ' (4.2) 

where N^nt is the number of different azimuthal positions (/>ent, T^'et (^ret) is the theoretical (experi- 
mental) intensity calculated with Eq.(p~T|) (measured with pdg^j) at the /* value of 0ent. <^i' is the 
uncertainty of Z^^;, and /? is a normalisation factor which is determined by solving dx^/dR = 0. 
When the system was conceived, the characterisation of the entrance optical line was not planned 
and the photodiode pd^^j was only devoted to find the azimuthal positions of the plate QWPe„t 
leading to a right or left circular polarisation of the laser beam. No specific study has thus been 
conducted to study the response and measurement uncertainties of this photodiode, and in parti- 
cular no photodiode thermal regulation and no additional reference photodiode to compensate the 
laser power variations have been installed. A measurement I^^i using the photodiode pd^j^f thus 
corresponds simply to the mean value over ten thousand signals recorded with a 12-bit analog-to- 
digital converter at a sample rate of 2 MHz. The uncertainty Op is defined as the RMS value of the 
distribution of I^^^ and is of the order of one to two percent. This level of precision is not as good as 



the one obtained with the ellipsometer photodiodes as described in Sect. 2.1.2, and consequently, 
the development of a complete theoretical model to describe each optical component would not 
make sense here. It is therefore sufficient to consider the Glan polariser, the plate QWPgnt (which 
is a quartz plate treated with an anti-reflection coating) and the cavity mirror as perfect and to write 
the corresponding expression of the Jones matrices used in Eq.(p~I|) as: 





A Monte Carlo study shows that our data are well described by using only one delay plate 




and one polariser. The parameters in Eq.(3.2) are therefore restricted to ji = Ye, Pi ^ Pe, P2 = ^, 
03 = and 72 = 0, and the minimisation of the x'^ defined in Eq.(pT2|) leads to Ye = (—32.8 ± 
0.5)mrad and pE = 1.17 ±0.01. The effect of the matrix Me is clearly visible in Fig. ^ showing 
the distribution of the ratio /ret/(^7ret) either for the case where the minimisation is performed 
(dotted line) or for the case where the matrix Me is fixed to the identity (full line). 

4.2 Coherence of ^3 

Using the matrices Mj and Me, the ^3 values at the four different locations 5™', S^^, S^^ and 
S3"' indicated in Fig. |l] can now be determined for any polarisation state of the laser beam, i.e. 
for any azimuthal position 0ent of the motorised rotating mount QWPg^j. These four values are 
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Figure 7. Ratio of the measured intensities over the theoretical ones /iet/(^7iet) comparing the case where 
the Me is from the fit (dotted Hne) and the case where the Me is fixed to the identity (full line). 



determined from their associated electric fields Eem, Ein, Eex and Eeiu. We recall that Eent is 
calculated from a linearly polarised beam passing through the plate QWPg^t which is positioned 

(1,0)^ Ei„ 
Me Eent, Eeiu is determined as described in 



at the azimuthal angle (pf-^i with respect to the entrance Glan axis: Egnt =Mgi^ R, 



is derived from Eent and from the matrix Me: Ej, 



Sect. |3JJ from an ellipsometer data sample, and Eex is calculated from the field Eeiu and the matrix 
Mr as: E^^=Mj^^ Eem. 

To check experimentally the coherence of St, along the optical system, several arbitrarily va- 
lues of 0ent have been chosen close to a circularly polarised light state and, for each one of these 
positions, a data sample has been recorded in the ellipsometer as described in Sect. 3.1. The 
evolution of ^3 along the optical path can be followed in Fig. |8| through the values of ^3"', ^3", 




Figure 8. 5™' (blue triangles), 5™ (black points), Sf' (red triangles), and Sf^' (open green circles) for three 
azimuthal positions of the plate QWPg„t around a left circularly polarised state (indicated by an arrow). The 
error bars are inclined for clarity. 
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Sf^ and 53"' presented for three positions 0ent around a left circularly polarised state. In Fig. ||, 
an uncertainty of 0.5% on the values of 5™' is taken (typical known value as mentioned in the 
introduction). This uncertainty propagates directly to that of ^if. 

For the measurement of the lepton beam polarisation, the only relevant quantity is the light 
polarisation inside the cavity, to which, of course, we do not have access but which is located 
between the two values S'^ and S^^. As shown in Fig. p, the difference \Sf- — 53" | is less than one 
per-mill when Sf^ is closer to —1 (i.e. when the system is at its operating point |[I]]), and can reach 
up to three per-mill in the explored domain of 0ent- Part of the difference could be explained by 
the presence of a small birefringence due to multi-layers coating cavity mirrors as mentioned in 



Sect. 3.2. 1 . We do not know the exact value of our mirror coating birefringence, but birefringences 



have been measured for instance in [27, ^, 29] for cavity finesses of 6600 — 100000. In all these 
measurements the order of magnitude of the birefringence is a few lO^^rad. The Fabry-Perot 
cavity, with its multi-layer coating mirrors, has a finesse of about 30000 ^ and thus lies within the 
range quoted above. Because of the resonant optical cavity, the phase shift due to a single passage 
of the light in the reflected coating is amplified by a factor 2^/k [ ^ and becomes of the order 
of a few lO^^rad. The bias on St, can be expressed in term of this amplified birefringence ^jr as 
53" — S™ f« <Phir/'^ tH] ^^'^ ^^^ therefore be of a few per-mill. However, another systematic source, 
which could explain the difference of a few per-mill between Sf and 53", is the lack of precision 



in measurements with pd^^j used for the determination of M^ (Sect. |4JJ) and thus of S^f. Anyway, 
the study of the entrance beam line does not intend to give an accurate measurement of S™ but is 
devoted to check the coherence of the system and particularly the coherence of measurements just 
before and after the cavity. 



5. Summary 

The implementation of an uncoated QWP in the ellipsometer of the Fabry-Perot cavity polarimeter 
of HERA has allowed us to determine the degree of circular polarisation ^3 of the laser at the 
entrance of the ellipsometer with an uncertainty of 0.3%. Such a small uncertainty is achieved 
thanks to a complete model description of the ellipsometer optical system. The transport of ^3 
up to the electron-laser IP has then been studied and the modeling of the optical elements located 
between the IP and the ellipsometer has made it possible to conserve the uncertainty of 0.3% at 
the IP. A study of the optical line from the IP up to the laser head has also been performed and has 
shown that even with an unoptimised photometric measurement, ^3 is controlled along the optical 
path at the few per-mill level. The level of accuracy presented here has, to our knowledge, never 
been reached in the environment of a particle collider and provides a good prospect for applications 



in a future linear collider [30, Bl^, 32]. 
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